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LArIAT	  Spill	  Readout	  Timing	  Remarks	  

Spill	  

Readout	  
Gate	  

(hardware)	   Δt	  =	  buffer	  fill	  6me	  ~	  driM	  6me	  
Needed	  to	  avoid	  dead6me	  in	  V1740	  
	  
Maximum	  6mer	  length	  in	  V1740	  is	  17	  seconds,	  
OK	  for	  spill	  gate	  	  

V1740	  6m
er	  reset	  here	  
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LArIAT	  Inter-‐Spill	  Timing	  

Spill	  

Δt	  =	  comfortably	  
long	  enough	  to	  
avoid	  next	  spill	  

Reconfigure	  V1740	  for	  
soMw

are	  gate	  

SoMware	  
Gate	  

V1740	  cannot	  run	  both	  hardware	  (front	  
panel)	  and	  soMware	  gates	  at	  once	  

V1740	  maximum	  6mer	  length	  is	  ~	  17	  
seconds,	  inter-‐spill	  6me	  ~56	  seconds	  
Do	  we	  need	  to	  correlate	  TPC	  inter-‐spill	  
triggers	  with	  other	  detectors?	  



2013.11.09	   W.Badge.,	  LArIAT	  Mee6ng	   3	  

Interes6ng	  LArIAT	  TPC	  Readout	  Op6on	  
V1740	  can	  run	  “dead6meless”	  with	  
overlapping	  triggers	  enabled	   Event	  matching	  would	  be	  necessary	  

offline	  &	  have	  variable	  size	  events	  

Do	  we	  want	  to	  use	  this	  feature?	  
Only	  useful	  if	  post-‐trigger	  samples	  N>0	  
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LArIAT	  TPC	  Buffer	  Op6ons	  

Larger	  number	  of	  samples	  than	  the	  
nominal	  1000	  
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LArIAT	  Clock	  Issues	  

Need	  to	  discuss	  and	  decide	  clock	  issues	  
•  How	  stable	  does	  it	  have	  to	  be?	  

•  V1740	  needs	  <	  100ppm	  short	  term	  ji.er	  
•  I	  have	  not	  found	  one	  that	  stable	  yet	  

•  How	  well	  do	  we	  have	  to	  know	  the	  frequency?	  
•  What	  about	  long	  term	  driM?	  
•  Should	  we	  have	  a	  common	  clock	  for	  all	  systems?	  
•  Do	  we	  need	  to	  record	  the	  frequency	  value	  

periodically?	  
•  Should	  we	  derive	  from	  the	  machine	  clock?	  
•  What	  do	  the	  wire	  chambers	  currently	  use?	  
	  
Can	  meet	  aMer	  this	  mee6ng	  to	  talk…	  


